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15 Abstract 
16 Atmospheric air temperature values are fundamental in meteorology and 
17 climate studies. To achieve high accuracy in the measurements, features, 
18 characteristics and performances of instruments is of high importance. This paper 
19 focuses on the most commonly used temperature sensors within automatic 
20 weather stations (AWS), with a specific focus on evaluating the self-heating effect. 
21 Self-heating in AWS originates not only from the temperature sensor itself, but 
22 also from the electrical components housed together within. This effect introduces 
23 extra heating in the system, causing biases and errors in temperature records. 
24 Conducted measurements show the temp rature change in the close vicinity of 
25 the thermometers over a time period of more than 66 hours with an electric 
26 current and voltage supply values recommended by the respected sensor 
27 manufacturers. Furthermore, the temperature changes after increasing the 
28 voltage supply levels up to 80% of the maximum voltage recommended by the 
29 manufacturer is presented as well. The results of overall self-heating indicated a 
30 +0.07 °C increase in temperature for the tested sensors when using the 
31 manufacturers recommended electric current and voltage supply. However, the 
32 usage of elevated voltage levels shows a considerably higher temperature 
33 increase in the vicinity of the temperature sensors. In the presented study, the 
34 measured difference from the initial measured temperature can be high as 
35 +0.32 °C. 
36
37 1. Introduction
38 Precise and reliable measurements of key meteorological quantities like 
39 temperature, humidity, wind speed, precipitation, solar radiation etc. are crucial 
40 for accurate weather predictions and to generate reliable data series in 
41 climatology. Measurement methods and sensor characterisation, together with 
42 the possible influencing factors on the process and sensors, need to be fully 
43 understood and evaluated. 




44 Near surface air temperature is a fundamental quantity in meteorology and 
45 still represents the main information on climate trends. Although temperature 
46 measurements are believed to be well characterised, there are still multiple 
47 undefined factors that affect these measurements. Influential factors may 
48 originate from the environment the sensors are exposed to or from the used 
49 measurement devices and sensors themselves. This paper will focus mainly on the 
50 factors that are connected with the overall self-heating effect that occurs within 
51 the housing of the AWS. The work has been made within the numerous activities 
52 and objectives of the European project "MeteoMet - Metrology for Meteorology", 
53 (Merlone et al., 2015, 2018) delivering advances in fundamental and applied 
54 metrology for measurements of climate variables. As most automatic weather 
55 station (AWS) today measure air temperature using platinum resistance 
56 thermometer (PRT), there are multiple effects that may affect the resulting 
57 measured air temperature. 
58 As these sensor types rely on the resistance measurement principle of 
59 temperature (Siemens, 1870; Callendar, 1887; Harker & Chappuis, 1900), they 
60 need to be supplied by a constant and stable source of electric current. This is 
61 caused by the need to measure resistance, which is only possible when electric 
62 current is present. This measurement principle causes the heating of resistance 
63 element by the passing current, which can result in artificial and undesired 
64 increase of measured temperature. 
65 This effect commonly called self-heating is well known and has been discussed 
66 and analysed in numerous publications (Sutton, 1994; Batagelj et al., 2003; Pearce 
67 et al., 2013; Ballico & Sukkar, 2014; Sestan & Grgec-bermanec, 2017). Further 
68 details of this effect are presented in following sections. Most of the AWS 
69 thermometers that are used today, house together in a compact space multiple 
70 sensors (most commonly humidity sensor). The voltage levels supplied to this 
71 temperature and relative humidity (T & RH) sensors have a potential effect on the 
72 increase of temperature within the AWS sensor housing. This can cause an 
73 artificial increase of temperature that is indicated by the temperature sensor. 
74 Therefore, it is important to determine the magnitude of this effect.
75
76 2. Self-heating of Platinum Resistance Thermometers used in AWS
77 Platinum Resistance Thermometers are widely used in AWS. The 
78 measurement of temperatures with this type of thermometers necessarily implies 
79 resistance measurements, entailing the pass of an electrical current through the 
80 thermometer’s sensing element. The resistance of the thermometer is then 
81 calculated by observing the generated voltage and using the Ohm’s law. This 
82 electrical current heats the thermometer element, by the Joule effect, causing a 
83 difference between the temperature of the sensor and the temperature to be 
84 measured. This effect is known as the self-heating error. Self-heating error 
85 associated to the resistance thermometer sited in each of the T & RH sensors, 




86 included in this paper, was evaluated in García Izquierdo C et al. (2017), following 
87 the procedure there described.
88
89 Self-heating error is determined by extrapolating, to zero current, resistance 
90 values measured with different electrical currents applied in the sensing element, 
91 being the thermometer at stable temperature.
92 The extrapolated resistance value, to zero current, can be calculated by two 
93 methods. The so-called two-current method, the thermometer resistance is 






98 Other method to calculate the resistance value for zero electrical current is by 
99 calculating the independent term of the least-squares straight-line fit (2) of 
100 several resistance values when different electrical currents are applied to the 
101 sensing element of the resistance thermometer
102




























107 The values of self-heating error of the thermometers included in this study are 
108 shown in Table 1, using the method of least-squares straight-line fit, for air 
109 temperatures of 0 °C and -40 °C, and when 1 mA is applied to the sensing element 
110 of the resistance thermometer. Under these conditions, the self-heating errors are 
111 lower than 0.1 ºC
112
113 Table 1. Tested thermometers self-heating errors.
114
115 3. Influence of electronic within the AWS on air temperature 
116 measurements
117 The previous research of self-heating in PRT’s (that are the most commonly used 
118 type of sensors in AWS) has shown a relatively small effect peaking at 0.064 °C 
119 when used with 1mA current supply. Based on these findings a further 
120 investigation has been conducted, in order to explore the possible heating of 
121 temperature sensors used with humidity sensors in the same enclosure as the PRT 
122 sensing element itself.
123
124 3.1. Measurement process
125 The measurement process described in this section was developed and used 
126 to determine the self-heating of a selection of T & RH sensors and the 




127 accompanying electronic housed within the measurement unit. This developed 
128 procedure has the purpose to give guidance on how to measure the influence of 
129 electronics associated to the humidity sensor on the readings of the associated 
130 thermometer housed within AWS. The measuring process can be divided into the 
131 following five sections that need to be dealt with, in order to obtain reliable data 
132 on “overall self-heating”:
133
134 3.1.1. Thermal insulation of sensor under test
135 In order to determine the maximal level of “overall self-heating” generated 
136 only by the electronics housed within the tested T & RH sensors, it needs to be 
137 thermally isolated from the environment that the sensor is going to be exposed to. 
138 This is done, in order to see the heating effect only originating from the T & RH 
139 sensors electronic. This can be done by covering the tested sensor`s body with an 
140 insulation material (used within this study: Class 0 Armaflex plus, Armacell, 
141 Maharashtra, India) that will minimise the heat exchange between the body of the 
142 sensor and the thermally stable environment. The insulation effectiveness can be 
143 tested by monitoring the temperature change by a reference thermometer (in 
144 ideal case calibrated) housed together with the tested T & RH sensor. Slower the 
145 change of temperature (from a stable state to randomly selected temperature 
146 value) is visible by the reference sensor, the better the insulation is. As there are 
147 multiple variations of insulation material and its thickness it should be mentioned 
148 that the endeavour of achieving the smallest reaction time should be limited. The 
149 authors consider a reaction time to a random temperature change from 10 min 
150 and more for sufficient. The typical insulation housing used for the presented 
151 “overall self-heating” testing is presented in section 3.2 and in Figure 1. The 
152 material type used within this study was interlaced foam based on synthetic 
153 rubber with a low conductivity λ 0 °C ≤ 0.033(at 0 °C). 
154
155 Figure 1. The insulation housing proportions together with the placement of the 
156 tested and reference senor. 
157
158 3.1.2. Thermal stability and homogeneity determination of the testing 
159 environment
160 In order to have reliable data that can be used for the “overall self-heating” 
161 characterization, the thermal stability and homogeneity of the testing 
162 environment is needed for its inclusion in the uncertainty budget. If the 
163 environment would have proven to have poor stability the evaluation would be 
164 possible, but would result in higher uncertainty making the result of the 
165 measurements inconclusive. For the purpose of measuring the testing 
166 environment`s thermal stability it is recommended to have calibrated PRT which 
167 will be exposed to the same conditions (Tegeler et al., 2017) (position within the 
168 environment, temperature, air flow speed etc.) as the tested T & RH sensor housed 
169 within the insulation housing. The temperature measurement by the calibrated 




170 PRT sensors have been done continuously until a stable or repeating temperature 
171 behaviour has been observed. A thermally stable environment for the purpose of 
172 “overall self-heating” testing has been considered one that does not exceed 
173 ± 0.04 °C after a period of one hour at a given temperature of testing. 
174 The same reference thermometer requirements should be applied for the 
175 temperature homogeneity determination. These measurements have been 
176 performed in the same area of the testing environment in which the tested T & RH 
177 sensors will be placed. The use of one reference thermometer which is positioned 
178 in different vertical and horizontal positions is sufficient to determine the 
179 chamber temperature homogeneity (Tegeler et al., 2017). Although to compare 
180 the possible temperature difference in the chamber at the same time the use of 
181 minimum of three sensors is recommended. These sensors should be placed in 
182 several positions of the testing area in vertical axis. The measuring points should 
183 be positioned on the bottom and top end of the area and in at least one point in-
184 between these points. This specific procedure was used within the presented 
185 study. Subsequently the gathered data were statistically analysed by means of 
186 standard deviation calculation and associated to the total length of the measured 
187 area.
188
189 3.1.3. Reference sensor sel ction and placement
190 To be able to measure the “overall self-heating” of the T & RH sensor, a 
191 calibrated thermometer with a calibration uncertainty equal or smaller than 
192 0.02 °C (k = 2) needs to be inserted into the near vicinity of sensor under test 
193 within the insulation housing described pr viously in section 3.1.1 and Figure 1. 
194 The thermometer type that best meets the uncertainty requirements is a PRT. To 
195 minimize the heating of the inside of the insulation housing caused by the PRT, a 
196 measurement technique that includes measurements for short periods of time 
197 (typically 5 min) needs to be applied. This measurement method will cause that 
198 the duration of the current passing through the reference sensor is minimal and 
199 the heating of the inside of the insulation housing can be neglected. Based on the 
200 performed testing, the authors suggest that an ideal time interval between 
201 measurements of temperature within the insulation housing is one hour after 
202 which a 5 min continuous measurement of temperature by a reference PRT 
203 follows. After this measurement time the current supply to the reference PRT is 
204 stopped until the next cycle. The measurement cycle intervals can be extended if 
205 there is no repeated increase or decrease in measured temperature by the 
206 reference PRT.
207 This recommendation is valid for the purpose of this study and alternations of 




212 3.1.4. Establishing the zero point




213 To be able to see the possible “overall self-heating” it is important to measure 
214 the temperature in the vicinity of the thermally insulated tested sensor before the 
215 current and voltage supply to the sensor is added. This initial measurement will 
216 determine the temperature of the equilibrium state (zero point) of the whole 
217 measurement setup (the reference PRT and tested sensor housed in an insulation 
218 container) and will furthermore give the indication when to start with the testing, 
219 by adding the power supply to the sensor under test. Measurements of the zero 
220 point should be done with the reference PRT in the same way as described in the 
221 previous section. The measurements done for the purpose of this study have been 
222 performed in one hour intervals for at least 4 hours. If there was no continuous 
223 increase or decrease of measured temperature within this time frame we can 
224 assume that the whole system is in stable temperature state and that the zero 
225 point has been determined. The typical value that is considered to represent a 
226 stable state (zero point) for the presented study is 0.02 °C or better (set limit is 
227 presented as a result of standard deviation). The results of zero point 
228 measurements can be seen in the following Figure 2.
229
230 Figure 2. A measurement example of the zero point stability.
231
232 3.1.5. Test measurements of the AWS sensors
233 After the successful preparatory steps mentioned in sections 3.1.1 to 3.1.4, the T 
234 & RH sensor testing can start. This means that the electric current and 
235 subsequently the voltage supply to the T & RH sensor can be applied. The level of 
236 the current and voltage supply should be selected taking into account the 
237 manufacturers recommendations (minimum and maximum levels). Furthermore, 
238 the current and voltage supply levels should be identical or as close as possible to 
239 the intended real field measurements in order to obtain relevant “overall self-
240 heating” data. The current and voltage supply should work in the same mode as in 
241 the real field condition, which means the measuring intervals should be set 
242 identically. The reference PRT temperature measurement should start one hour 
243 after applying electric current and voltage supply to the tested T & RH sensor. As 
244 this time interval was assumed to be sufficiently long enough to see the initial 
245 change of temperature from the zero point value. For the presented study the 
246 temperature measurement interval with the reference PRT was 5 min and the 
247 intervals between these measurements was set for one hour.
248
249 3.1.6. Testing duration
250 The total duration of the test is not strictly defined, but if the measured 
251 temperature change after three successive measurements (after 3 hours) shows 
252 minimal or no significant change from the initial state then the “overall self-
253 heating” is considered to be negligible. For the presented study the temperature 
254 change value under which the “overall self-heating” is considered to be negligible 
255 was 0.02 °C, as it is within the expanded measurement uncertainty of the 




256 experiments. If the temperature change would be higher, then we can assume that 
257 there is an “overall self-heating” effect and the measurement should continue. 
258 These measurements were and should be continue until the temperature 
259 difference stabilises on the same level and does not show a continuous increase or 
260 decrease after a period of three hours.
261
262 3.2. Results and findings
263 The results shown in this section were obtained using the measuring 
264 procedure described previously. The purpose of these results is mainly to show 
265 the measurement data that can be acquired by the presented method and as well 
266 to show the importance of conducting these measurements. As in different 
267 scenarios, for example like elevated current and voltage supplies can affect the 
268 level of heating produced by the sensors themselves and accompanying electronic 
269 within the sheared AWS housing. This effect can affect the measurements of 
270 temperature and therefore these undesired effects should be addressed.
271 A total of three sensors that were designed for the use in AWS temperature 
272 and humidity measurements have undergone the described testing procedure. 
273 The temperature measurement method used by these sensors was in all cases 
274 resistance measurements. The T & RH sensors parameters as their maximum and 
275 minimum voltage supply levels, electric current and measurement principles is 
276 listed in the Table 2.
277
278 Table 2. Tested sensor parameters.
279 The reference PRT sensor was placed along the body of the sensors under test 
280 with both thermometers ends position matching. The detailed parameters of the 
281 reference PRT are listed in Table 3. The material type (insulation foam) and 
282 thickness of the insulation (2.5 cm) was identical for each tested sensor and was 
283 selected based on several preparatory test measurements.
284
285 Table 3. Reference PRT sensor type parameters as declared by manufacturer.
286
287 The prepared insulation housing (containing the tested and reference sensor) 
288 was placed into a climatic camber with specific values of stability and 
289 homogeneity listed in uncertainty section 3.3. The climatic chamber was set to a 
290 temperature of -5 °C. This temperature was selected in order to achieve the best 
291 possible long-term stability and homogeneity of the used chamber. 
292 The climatic chamber temperature stabilization was monitored and recorded 
293 by a calibrated PRT reference sensor within the chamber. The chamber was 
294 considered to be in stable state when the standard deviation of temperature did 
295 not exceed ± 0.04 °C over a period of 15 hours. This stable temperature condition 
296 was necessary for the measurement of temperature change within the insulation 
297 container. 




298 When the chamber temperature stability was reached the initial 
299 measurements of temperature within the insulation container could begin. This 
300 was done with no active power supply to the T & RH sensor under test. This was 
301 done in order to determine the temperature zero point. Measurement cycles were 
302 done in one hour and later in two-hour intervals by same type of calibrated PRT 
303 reference sensor. The measurements time was set to a minimum period that was 
304 needed for sensor stabilization. For these specific measurement conditions, the 
305 continuous measurement time was set for 5 min. This measurement process was 
306 used in order to minimize the potential heating originating from the reference PRT 
307 sensor by the electric current supply during temperature measurement. 
308 Temperature zero point value was adopted from four successive (4 hours in total) 
309 measurements that have shown no significant increasing or decreasing trends. 
310 The standard deviation of these measurements was considered only if they did not 
311 exceed a value of 0.02 °C. A typical zero point values for the conducted tests are 
312 presented in Figure 3.
313
314 Figure 3. Temperature “zero point” measurement performed on tested sensors 
315 No. 1 – No. 3 by reference PRT. The temperature inside the insulation container 
316 has been measured after thermal stabilization of the test chamber and with no 
317 power supply to the sensors under test.
318
319 After establishing the zero point, only the current supply to the tested sensor 
320 was added. The electric current and voltage supplies used for individual tested 
321 sensor (No. 1 - No. 3) are presented in Table 2. The temperature change 
322 measurements inside the insulation container were separated by a two-hour 
323 interval after which a continuous 5 min recording of temperature was performed. 
324 The extension of time interval between measurement cycles to two-hours was 
325 done as this has shown to be sufficient for the “overall self-heating” determination 
326 and the initial one hour measurement intervals were too frequent and no 
327 significant change has been observed. The randomly occurring measurement gaps 
328 shown in Figure 4 were caused by restricted access to the measurement 
329 apparatus. These discontinuous recording did not have any effect on the testing as 
330 the temperature generated by climatic chamber and power supply to the tested 
331 sensors continued without any changes. The presented result in Figure 4 show the 
332 temperature difference in time; from the zero point for each tested sensor.
333
334 Figure 4. Temperature evolution in time measured by the reference PRT, shown 
335 as a difference from the “zero point” for tested sensors No. 1 to No. 3 only with 
336 current supply of 1mA. The temperature change measured indicates the change 
337 inside the insulation container.
338
339 Test results in Figure 4 shows the change in temperature inside the insulation 
340 container measured by the reference PRT from the initial level when the sensors 




341 were used without a voltage source to the accompanying electronics and with only 
342 1 mA current supply to the temperature sensors. The maximum positive values of 
343 temperature increase after 66 hours were, 0.05 °C from sensor No. 1, 0.07 °C No. 
344 2 and 0.07 °C for sensor No. 3. It is important to note that the overall spread of the 
345 data is up to ± 0.06 °C around the initially measured zero point. In conclusion we 
346 can state that no clear evidence is presented to state that the usage of 1 mA current 
347 results in self-heating surpassing the measurement maximum expanded 
348 uncertainty of 0.19 °C (k=2).
349 After these continuous measurements with 1 mA current supply an additional 
350 voltage supply was added to the sensor. The levels of the voltage were up to 80% 
351 of the maximum allowed values. Specific voltage levels applied are listed in Table 
352 1. This test was intended to show if the voltage supply levels influences the 
353 temperature in the vicinity of temperature sensors.
354 The test procedure used during the increased voltage supply levels was 
355 identical to the previously conducted measurements. The previous measurements 
356 continued and the change concerned only the voltage supply levels. The results of 
357 these measurements are presented in Figure 5. The results show a temperature 
358 difference from the zero point. 
359
360 Figure 5. Temperature change with time for each individual sensor No. 1-No. 3, 
361 shown as a difference from the zero point. The temperature change measured 
362 indicates the change inside the insulation container. (Power supply levels: No. 1: 
363 23.86 V, No. 2: 20.31 V, No. 3: 20.44 V)
364
365 Measurement results shown in Figure 5 indicate a clear increase in 
366 temperature over the investigated time window of 70 hours. This increase can be 
367 assigned to the additional voltage supply levels, as this was the only parameter 
368 changed since the previous measuring conditions. The maximum temperature 
369 difference from zero point recorded after 70 hours since adding the voltage supply 
370 were: 0.26 °C, 0.34 °C and 0.32 °C for the sensor No.1 No. 2 and No. 3, respectively. 
371 Temperature changes inside the insulation container presented in Figure 5 
372 shows a link to the heating of the tested sensor by the additional electronic. As the 
373 whole T & RH sensors were thermally insulated and any generated heat from 
374 within this insulation housing heats primarily the enclosed area which is 
375 monitored by a calibrated PRT sensor. This means that any increase of 
376 temperature originating from the inside is measured before an interaction 
377 between the surrounding environment and the sensor under test happens. 
378 The average increase of temperature within the insulation container for all of 
379 the tested sensors after exposure to 1 mA current supply is 0.07 °C after 66 hours 
380 with an expanded measurement uncertainty of 0.19 °C (k = 2). By contrast, the 
381 average temperature increase when using the 73 % and 80 % additional voltage 
382 levels was 0.30 °C after 70 hours with an expanded measurement uncertainty of 




383 0.19 °C (k=2). It is important to note that the measured effects would be smaller 
384 than determined when ventilation of the sensors is enabled. 
385
386 3.3. Measurement uncertainty 
387 In order to deliver relevant and useful information to the users of T & RH 
388 sensors, it is mandatory to determine the uncertainty associated to the 
389 measurements here performed. This information will enable a clear evaluation of 
390 obtained data and possible “overall self-heating” of the sensors. List of influential 
391 factors included into the measurement uncertainty budget is given in Table 4, 
392 which crucial factors need to be accounted for. 
393
394 Table 4. Uncertainty budget for the "overall self-heading" measurements.
395
396 As can be seen from the provided uncertainty budget the expanded 
397 uncertainty for the measurements here performed is 0.19 °C (k=2). 
398
399 3.4. Including the "overall self-heating" values into measurement 
400 uncertainty budget.
401 The purpose of this study is to show a measurement procedure that can give 
402 the users of T & RH sensors guidance on how to determine the possible "overall 
403 self-heating" caused by the accompanying electronics and how to integrate the 
404 obtained values into the measurement uncertainty budget. 
405 How to select and treat the raw measured values of "overall self-heating" have 
406 been presented in detail in section 3.2. This data shows the effect in two different 
407 scenarios, with a current supply of 1mA and with an additional voltage supply of 
408 73 % up to 80 % of the maximum allowed levels. The resulting values give the user 
409 information about the temperature difference originating from the sensor itself. 
410 The obtained values need to be statistically treated with regards to the 
411 distribution on base of which the influential factor behaves. Based on the standard 
412 deviation, which indicates a stable nature of the effect, we have come to the 
413 conclusion that the "overall self-heating" of the sensors behaves according to the 
414 uniform or rectangular distribution (BIPM-JCGM - 100:2008, 2008). The standard 
415 deviation of the data was in the range from 0.02 °C up to 0.04 °C over a period of 
416 more than 142 hours. This is an indication of a uniform distribution of the effect 
417 during the measurement. Based on this information it is now possible to include 
418 these values into the measurement uncertainty budget. Furthermore, it is 
419 important that the tested sensor operate under the same conditions, in terms of 
420 current and voltage levels as a strong correlation has been observed between their 
421 values and measured sensor "overall self-heating". The examples of calculated 
422 uncertainty components from raw measured "overall self-heating" data is 
423 presented in Table 5.
424




425 Table 5. Examples of calculated uncertainty components originating from the 
426 tested sensors (No. 1, No. 2 and No. 3) "overall self-heating".
427
428
429 4. Conclusion 
430 The intention of this publication is to provide the users of AWS, temperature 
431 and relative humidity sensors an insight of effects that originate from the current 
432 and voltage supply to the T & RH sensors with respect to the manufacturers 
433 maximum declared electric current and voltage values. Specifically effects that 
434 this study focused on is the “overall self-heating”. This term refers to an increase 
435 of temperature within the housing of the T & RH sensors in which all the 
436 measuring sensors are housed in. The study investigated heating originating not 
437 just from the resistance temperature sensor itself, but also from the accompanying 
438 electronics. Measurements with 1 mA current supply have shown a maximum 
439 temperature increase f 0.07 °C after 66 hours with an expanded measurement 
440 uncertainty of 0.19 °C (k=2). Adding a voltage supply up to 80 % of the maximum 
441 recommended levels resulted in a temperature increase in the vicinity of the 
442 temperature sensor. Specifically the temperature increases were after 70 hours of 
443 continuous voltage supply: 0.26 °C, 0.34 °C and 0.32 °C for the sensor No. 1, No. 2 
444 and No. 3, respectively (the measurement uncertainty of these results was 0.19 °C 
445 (k=2)). These values indicate that the accompanying RH sensors and the 
446 corresponding electronics housed together with the temperature sensors 
447 generate heat by applying elevated voltage levels. Additional voltage supply 
448 heating within the AWS housing occurs even when respecting the manufacturers 
449 recommended levels. Based on these finding users of T & RH sensors should take 
450 into consideration using the lower limits of voltage supply declared by the 
451 manufacturer or alternatively minimise the time of exposure to the elevated 
452 voltage values. An evaluation of the phenomenon can also be made on existing 
453 instrumentation and applied back in time, to correct temperature data series. In 
454 this case an accurate uncertainty evaluation must be made, for including in the 
455 correction the appropriate uncertainty contributions. This work is part of the 
456 wider attempt to complete the uncertainty budget on near surface air temperature 
457 records, as requested both within the metrology community, expressed through 
458 the 2023-2027 roadmap of the Consultative committee for Thermometry of the 
459 BIPM1, and by the climate science, as prescribed by the GCOS2 in the creation of 
460 the Global Surface Reference Network (GSRN).
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Figure 1. The insulation housing proportions together with the placement of the tested and 




Position of reference PRT 
25 mm 
Insulation container 
AWS sensor under test 
(consisting of T & HR sensor) 





Figure 2. A measurement example of the zero point stability. 
 





Figure 3. Temperature “zero point” measurement performed on tested sensors No. 1 – No. 3 
by reference PRT. The temperature inside the insulation container has been measured after 
thermal stabilization of the test chamber and with no power supply to the sensors under 
test. 
 






Figure 4. Temperature evolution in time measured by the reference PRT, shown as a 
difference from the “zero point” for tested sensors No. 1 to No. 3 only with current supply of 
1mA. The temperature change measured indicates the change inside the insulation 
container. 
 





Figure 5. Temperature change with time for each individual sensor No. 1-No. 3, shown as a 
difference from the zero point. The temperature change measured indicates the change 
inside the insulation container. (Power supply levels: No. 1: 23.86 V, No. 2: 20.31 V, No. 3: 
20.44 V) 
 




Table 1. Tested thermometers self-heating errors. 
 
Sensor 
Surrounding temperature: 0 °C Surrounding temperature: -40 °C 
Supply current: 1 mA Supply current: 1 mA 
Self-heating error Uncertainty (k = 2) Self-heating error Uncertainty (k = 2) 
°C mK °C mK 
No. 1 0.064 34 0.052 7.1 
No. 2 0.055 4.6 0.042 32 
No. 3 0.054 15 0.028 6.8 
 
 



















No. 1 6 VDC 30 VDC 80 % of max. 1 mA 
No. 2 10 VDC 28 VDC 73 % of max. 1 mA 
No. 3 7 VDC 28 VDC 73 % of max. 1 mA 
 




Table 3. Reference PRT sensor type parameters as declared by manufacturer. 
 
Parameter Value 
Temperature range –200 °C to 300 °C 
Nominal resistance at 0 °C 100 Ω ± 0.10 Ω 
Sensor length 28 mm 
Sheath dimensions 152 mm x 4.76 mm 
Sheath material Inconel™ 600 
Short-term repeatability ±0.009 °C at 0.010 °C 
Drift ±0.007 °C at 0.010 °C 
Accuracy ±0.024 °C at –200 °C 
±0.012 °C at 0 °C 
±0.035 °C at 420 °C 
 
 




Table 4. Uncertainty budget for the "overall self-heading" measurements. 
 






0.067 Rectangular 0.039 
Test chamber 
homogeneity 








0.0002 Normal 0.0001 
Reproducibility of 
measurement 
0.12 Rectangular 0.069 
Resulting expanded uncertainty (k = 2) 0.19 °C 
 




Table 5. Examples of calculated uncertainty components originating from the tested sensors 
(No. 1, No. 2 and No. 3) "overall self-heating". 
 
 Sensor 
No. 1 No. 2 No. 3 
Measured raw value with 1 mA current supply 0.06 °C 0.07 °C 0.07 °C 
Resulting measurement uncertainty contribution with 
1 mA power supply, considering rectangular 
distribution (√𝟑). 
0.03 °C 0.04 °C 0.04 °C 
    
Increase voltage supply levels from minimum value 80 % 73 % 73 % 
Measured raw value with additional voltage supply 
levels 
0.26 °C 0.34 °C 0.32 °C 
Resulting measurement uncertainty contribution with 
additional voltage supply levels, considering 
rectangular distribution (√𝟑). 
0.15 °C 0.19 °C 0.23 °C 
 




Determination of automatic weather station self-heating originating 
from accompanying electronics 
P. Pavlasek*, A. Merlone, F. Sanna, G. Coppa, C. G. Izquierdo, J. Palencarand S. Duris
This paper focuses on the most commonly used temperature sensors within 
automatic weather stations, with a specific focus on evaluating the self-heating 
effect, which originates not only from the temperature sensor itself, but also from 
the electrical components housed together within. The results of overall self-
heating indicated a 0.07 °C increase in temperature for the tested sensors when 
using the manufacturers minimum recommended electric current supply. The 
usage of elevated voltage levels up to 80% of recommended values shows a 
temperature increase high as 0.32 °C. 
Page 24 of 24
http://mc.manuscriptcentral.com/metapps
Meteorological Applications
